Prevention of distal embolization following the treatment of late stent occlusion.
We report the use of the AngioGard system in the treatment of acute, late in-stent occlusion of the circumflex coronary artery. This case shows that late stent occlusion can in part be due to in-stent thrombosis and the use of an embolization protection device should be considered in this context.